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HE earliest successful laboratory attempts 
Tat replacing the heart with an artificial in- 
trathoracic Vascular pump were made by ROW 
and Li0tta.t Other investigators followed, each 
using a different design or approach. Some 
were complicated bulky devices with elaborate 
energizing and controlling systems. These ex- 
periments contributed much toward our under- 
standing of many major problems encountered 
in this field. They, in fact, demonstrated heart 
replacement to be feasible. 

Some of the reported complications en- 
countered will be discussed to provide a better 
understanding of the over-all problem. 

ATRIAL SUCTION 

The original artificial heart models were 
made of a variety of materials, such as Lucite", 
stainless steel and polyurethane [3-171. These 
were patterned after bellows, rolling diaphragm, 
pistons and the like. When energized, the 
opening stroke (diastole) created a sudden 

t Some apparatus intended to be used for an artificial 
heart [1,2] was shown at the 1958 and 1959 A.S.A.I.O. 
meetings, but experiments were not attempted. In 1960 
Kolff, W. J. and Liotta, D. independently obtained 
survival in dogs with the heart replaced by an intra- 
thoracic prosthesis with the chest closed. We consider 
survival in this particular experimental situation when 
the dog regains spontaneous respiratory movements 
and the survival duration ends when it is impossible to 
maintain adequate spontaneous respiratory movements. 

high negative pressure which caused sucking of 
the atria and great veins. Several technics were 
devised to overcome this sudden high negative 
pressure. Electrical and mechanical timing de- 
vices were used to lengthen the diastolic filling 
period and compensatory elastic membranes 
were introduced into the systems to compensate 
for the sudden increase in ventricular volume 
and negative pressure [18-21]. 

PULMONARY EDEMA AND PORTAL 
SEQUESTRATION SYNDROME 

High peak pressures during systolic ejection 
and inequality of the minute volume output of 
each ventricle are the two main causes of blood 
sequestration. Pressure curves which show ab- 
normally high peak pressures cause damage to 
the capillary bed and allow blood to sequestrate 
in the interstitial spaces [22]. 

With abolition of the reflexes which control 
cardiac output, a mechanical means becomes 
necessafy to maintain equal ventricular stroke 
volumes. If the stroke volume of the right ven- 
tricle is 1 cc. more than that of the left and the 
rate is 80 per minute, in just five minutes the 
pulmonary circuit will be called upon to hold 
400 cc. more blood than it does normally. Since 
the pulmonary reservoir does not have this 
capacity, frank pulmonary edema develops. 

The minute volume output of each artificial 
ventricle will be equal if the output is equal to 
and dependent upon the input (that is, across a 
normal gradient). KoH, Hastings and others 
have utilized pressure valves to solve this 
problem [ & I l l .  Later, KoW et al. used a servo- 
mechanism and have reported good results 
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[ZZ] .  The normal ventricle is an elastic chamber 
capable of accepting varying input volumes, 
and it is likely that this principle will be appli- 
cable in artificial ventricles fabricated from 
elastic material. 

THROMBOSIS AND THROMBOEMBOLIC 
PHENOMENA 

One of the most perplexing problems centers 
around our lack of basic understanding at  the 
blood-plastic interface. When blood is allowed 
to flow through a tube of any foreign material, 
the surface of the tube is quickly coated with 
certain blood proteins. Perhaps the best demon- 
stration of this phenomenon is to measure the 
zeta potential across the surface. As blood 
flows through the tube, the potential quickly 
drops to zero, having been insulated by the 
absorption of plasma proteins onto the surface. 
So far there is no sound explanation as to why 
this occurs, but it seems as if the blood wishes 
to cover all foreign material so it no longer 
"sees" it as foreign. Thrombocytes then stick 
to the surface as do fibrocytes. If the surface is 
smooth, this coating is not well anchored and 
breaks off as emboli. If the surface is rough, the 
process is progressive and forms a thrombus. 
A surface-active agent, such as Zephiran 

Chloride@, has been used to bind heparin to the 
surface of plastics and has been successful in 
prolonging the surface clotting time. Other 
approaches are being attempted, such as cross 
linking certain non-ionic polymers to the sur- 
face, graphite coating of the surface, and addi- 
tion of chemically bonded quaternary ammo- 
nium groups to the plastic surface. 

Empkic approaches to this problem will be 
timeconsuming and leave much to be desired 
as to ow basic knowledge and understanding 
in this area. Perhaps enough interest can be 
generated so that hematologists, chemists and 
pathologists can work together in this per- 
plexing area. 

HEMORRHAGE FROM ANASTOMOTIC SITES 

Although a purely technical problem, hemor- 
rhage has caused many otherwise perfect ex- 
periments to end in disaster. Rigid tourniquet 
bracelets have been used by Liotta and KoH to 
anchor the artificial ventricle to the atria. Su- 

ably torn out by the unrelenting forces of the ar- 
tificial ventricle. Padding the sewing ring to ab- 
sorb the shock helps considerably, but is not to- 

tu- anchored to rigid sewing M ~ s  a~ invari- 
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tally satisfactory. Pressure polymerizing plastics 
(tissue adhesive) have so far had only a limited 
application. 

RED CELL DESTRUCTION 

Mechanical blood pumping devices so far 
designed and all of the currently used prosthetic . 
valves cause hemolysis. Therefore, hemolysis 
becomes a major threat when a mechanical 
pumping device and four prosthetic valves are 
used simultaneously. Presumably this process 
could be brought into equilibrium provided the 
liver and bone marrow are capable of the neces- 
sary compensatory response. Better pump and 
valve designs are needed. 

ACID-BASE IMBALANCE 

This is a problem which is poorly understood. 
If perfusion pressure to the kidneys and livw 
has dropped below normal, the explanation is 
simple. An easy explanation can also be offered 
if t h e  has been signiscant changes in pul- 
monary function. However, when these two 
circumstances do not exist, the cause is obscure. 
KoH et al. believe this may be related to 
thromboembolic phenomena [ZZ]. 

LACK OF DURABLE MATERIALS 

The pliable materials used and tested for 
fabricating artificial hearts have shown fatigue 
fractures along the lines of stress. More durable 
materials are available, but these have other 
undesirable characteristics which discourage 
their usage. 

INTERNAL P O m R  SUPPLY 

Before an attempt is made to move the 
power supply inside the body, the problems of 
heat dissipation and limited power and storage 
volume must be solved. 

EXPERmNCE M THIS LABORATORY 

Eight models of intrathoracic circulatory 
pumps have been designed and used in this 
laboratory. All have been constructed from 
Dacron" reinforced Silastic.@* Power transmis- 
sion has been through an air energized system. 
For research purposes, this project was divided 
into two parts, each having two categories. 

*Manufactured by the Dow-Corning Corp., Mid- 
land, Michigan. 

PIC:. 1. Left ventricular bypass. 

A B " c: 
FIG. 2. A, chwt ruentgengrm aftw eardiir msssagr: showing severe pulmonary edema B, x-ray evidence d 
pulrnoniuy dent i l  clearing six hours after inserting artificial left veutricie. C, puhuonary edema cleared forty-eight 
hours after inserting nrtitieial left ventricle. 

I. Intrathoracic circulatory pumps 
A. Ventricular replacement 
1%. Ventricular assistors 

A. Externally powered systems 
B. Internally powered systems 

XI. Power srtpply 

The primary goal has been to duplicate the 
cardiac function in as many physb1ob6c pram- 
eters us possible. 

lumen. Vnidirectional blood flow is m m -  
plished by ball type valves which guard either 
end. The external air energking system is 
triggered by the K wave of the electrocardio- 
gram. h+fethods and results of this system have 
been previously reported [2,3-26]. 

The purpose for developing the intrathoracic 
left ventricular bypas pump was to bridge a 
gap in  the treatment of acute left ventricular 
failure. Extracorporeal pumping systems have 
been used for this purpose. bit require the use 
of heparin, which in the postoperative Datient IXTRATIIORACIC CIRCULATORY PUMPS 

'The first model waq designed as a partial left 
ventricular bypass. (Fig. 1.) The pump is 
actuated by compressed air being forced in be- 
tween the double walls The resulting collapsing 
of the inlier wall forces the blood from the 

can l&d to serious comp~catiok. This ierhnic 
is also limited to relatively short periods of 
time as measured in hours. Cse of the intra- 
tliormic pump requires no heparin and the 
pump was designed to ass& the circulation for 
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Severe pulmonary edenia). Because <i f  the hopel-.; - 
ness it the situation, the patient wits considered to 
he an ideal candidate for left ventricnlar bypass. On 
July 1 9 ,  1963, one of the cxperimeutal ntodels of the 
artificial kft ventricle was placed in the patient 
Both dinicaIIy and radiographically, piilmonary 
&ma subsided (Fig. 221, R and C), respiratiun 
deepened and neurologic sihms improved. The pa- 
tient remained anuric and peritimel dialysis was 
started on Jidy 32. 1963 After newly four davs of 
continuous left ventritvthr support, the patient died 
although the artifieial I& ventricle reuained flint- 
t i o d .  hstmortem examination showed chronic 
dainage to the liver, lungs and kidneys, pr(Jlyai%’ 
related to long-standing clefompenfiation. 

prc 3 tjrtifichl riglit a d  left v ~ ~ ~ t r i ~ l ~  made of 
molded IJacron reinforced sheet Blastic One of the 

To our knowledge this represents the first 
attempt with an implantable artificial ven- 

atrioventricular valves has been removed to show bulg- 
ing of iiiner tiibe during systole. 

several weeks, thus allowing ample time for 
recovery of ventricular function. After success- 
ful use in over 100 pportunity arose 
in which we were a the bypass clini- 
cally. The following is a suntmary of the case 
history. 

The patient (G. W.), a forty .two pear old S e p o  
man, was admitted in severe congestive failure. After 
several weeks of intensive medica1 management. the 
patient beaune compensated. Cstheteriirttion studies 
revealed a severe nortic stenosis and regurgitation. 

patient showed signs of datnaye to the central ncr- 
vous system, renal failure and rather protnptiy w w t  
into refractory left ventricular failure (evidenced by 

tricle -in a hunian subject. A human tnodel 
has since been designed and is now awaiting 
clinical trial. 

The second model (Pig. 3) was designed to 
provide complete replacement of the ventricles. 
Although the design is different, it iS identical 
to the fint model in principle. Surgical extirpa- 
tion of the ventricles and replacement of all 
four valves were necessary with chis m6del. 

fair results. The problegrs encow3te Y S W * E  

suction. (3) pulm0nSf-y 
ng from the atrioventnc- 

The third model was of a saMtIar type 
&ving two con~nd  within a sin& 
housing. The aortic and pulmonic valves were 
spared, replacing only the mitral and tricuspid 
with ball valve prostheses. After a single trial 
this was modified to a fourth model (Pig. 4 and 
5A) which was similar except that blood dis- 
placement of both ventricles was accomplished 
by a single air chamber contained within the 
septum. Ventricular output was dependent 
upon input, and imbalance of the veritricles 
was not a problem. 

Bleeding from the atrioventricular anasto- 
masis continued to be a major problem. A solu- 
tion was found by adding an outer cuff to the 
artificial ventricle. After completing the anas- 
tomosis, the cufT was rolled down over the su- 
ture line. This controlled the bleeding by simple 
tamponade. (Fig. 5R.) 

A more appeding solution to this problem 
was to leave all existing anatomic structures in 
placw and simply add a puttiping device. For 
this reason a fifth model (Fig. ti) wa! made con- 

aataralaortieandpulmaararyvalwskorrkcautillpd. 
The atrioventricular valves have been r e p l d  with 
Slastic ball type valves. 

5 

A E? 
VIG. 5. A, third model shown cm left. B. ftmrth 

mocfel on right shows the addition of cuff. 

pro. 7. Intrapdeardii assistar Lowing the ossistot in 
phct. Cross s e c t i d  view. 

sting of two flat S i c  balbns. 
was placed in each ventricle uuollgh two small 
ventriculotomies. When inhted (systole), 
blood wm forced from each ventricle by simple 

P to. 8. silnstic bawxms nwlded to fit 
indde the right and left ventricles. 

volume displacement. Selecting the correct 
location for placement becatne a critical prob- 
lem. More often than not the balloons inter- 
fered with the valve leaflets, chordae tendinae 
and papillary muscle function. 

These balloons were later modified to func- 
tion within the pericardial cavity. (Fig. 7,8 and 
9.) With the heart in fibrillation, adequate 
circulatory function was maintained for four 
horn. At the end of this period, the heart was 
defibrillated and the balloons removed. Usually 
a single electrical .shock was all that was neces- 
sary to revert the ventricular fibrillation to a 
normal sinus rhythm. The major problem en- 
countered with this model was teafiug of the 
pericardium due to recoil. 

The seventh model was made by further 
modifying the balloons to operate extraperi- 
cardiafly. (Fig. 10.) A sheet of Silastic slightly 
larger than the balloons was placed over the 
balloons and sutured to the pericardium. 
Again, adequate circulatory function was pimi- 

I 

8 0 

FIG 8 Intrapaicfirtliul nssktor, 
external view 

FIG 9 Intrapencardial e&tor, 
internal (epicudial) \. iew. 
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FK. Ye. I.)iagr:imn~ath drtiwing ahowing t!!c two intra- 
ventricular pumps in place. The air energizing tiibf-s are 
brougtit out through r.ach atriiii apptndage. 

1% 1 1  Right and left intraventr 
tricuspid annulus whmc the prosthetic \-alws 'rv~rpora ttrl atrioventricxlar ball 

are wcured . I h r  r\-awating the air arid closing 
1 1 1 ~ ~  even with the heart in fibrillation This thc two atriotomies. the artifirial vrntricles arc 
rriodel gave thc added protection of the lubri- ready to be rrier$xd with the air power supply 
eating surface offered by the pericardium. Twelve hour survivors have k e n  obtained 
[Vhen inserting the last two modds, it was not with this model Cerebral edema has rx~urred 
necessary to use the pump oxygenator. The in six of thcse animals, the cause of which i s  still 
systolic period o f  these last two models could obscure. 
iw synrhroniz~~d with the heart's systolic phase 
by triggering with the R wave of the electro- 
cardiopatn I n  this mannw i t  became an as- 
sistor As More, pericardial tearing caused all 
the failures that occurred. 

The last model designed for total heart re- 
placcrnetit combines certain features of pre- 
vious tnotlela I t  is neccssary to remove only 
atrioventricular valves arid their respective 
papillary n~ustles. A molded double walled 
Dacron reinforced Silastic sac is dropped into 
rach ventricle through respective atriotoinies. 
Iiuch sac is molded to fit within the ventncufar 
cavity arid each has an incorporated atrioven- 
tricrilar prosthetic ball valve. (Fig. 11.) The air 
rm~gieirir: tube is brought out through each 
atrial appendage (Fig. 12 ) The only suture 
attitchmwt necessary is at the mitral and 

PUNTK SUPPLY 

Power transmission by an air ener$zed sys- 
tem has been found to be the most ~tdaptrible 
method thus far investipted. Air is easily con- 
trolled, lightwcight, relatively frictionless and 
Ius almost no inertia. f b r  types o f  exterrld 
air systems have been used. Thrce were of the 
"closed system" type: (1) rollitig diaphragtn 
pump operated hy ai1 electric motor. i') 
Teflot1" bellows operated by cumpressed air 
and (3) Silastic  bellow-^ opmterl by an ek ctri- 
cally driven cair~. The fixath type was o f  the 
"open system" variety which tltilizcrl com- 
pressed air allowed to pulsate throiigh sc>lenoirl 
vdves. 

Tit date all of the inodels just described have 
brt.n depwdrnt upon ail extracorporeal power 

ti90 

FIG. 13. Silastic bellows to be mounted either upon or 
within the thoracic cage. A single spring wire around 
the edges forms the framework. 

, 

Intrathoracic Pump 

Latissimus Dorsi 

FIG. 14. Intrawrporeal power supply. Silastic bellows 
a5xed to chest wall. Dotted line indicates normal in- 
sertion of latissimus dorsi muscle. Operation of bel- 
lows is dependent upon contraction of latissimus dorsi, 
which is controlled by implantable pacemaker. 

supply necessitating one or two tubes being 
brought out through the chest wall. We have 
done some investigation on utilizing skeletal 
muscle as the source of power. The insertion of 
the latissimus dorsi muscle was detached and 
connected to a Silastic bellows, molded to fit 
the chest wall. Terminals from a pacemaker 
then were connected to the thoracodorsal 
nerve. (Fig. 13 and 14.) When the thoracodorsal 
nerve is stimulated with the pacemaker (using 
a rectangular pulse of 5 volts intensity, fre- 
quency of 20 cycles per second and duration of 
2 milliseconds), the latissimus dorsi muscle 
contracts. This forces air from the bellows into 
the d u a l  heart displaang the blood con- 
tained within the ventricles (systole). Between 
shocks the muscle relaxes and the bellows, 
which is spring loaded, expands. A slight nega- 
tive pressure develops within the bellows which 
allows the air from the ventricle to be pushed 

back into the bellows by the volume of blood 
received from the atria (diastole). The power 
developed from this arrangement appears ade- 
quate for the p"p0se and has encouraged 
further investigation in this direction. 

COMMENTS 

Due to obvious needs for relhement in each 
model, no long-term survivals have been at- 
tempted. After a particular problem became 
evident and studied, the animals were sacri- 
ficed. A few were allowed to live for periods up 
to twelve hours. 

From experience gained in the laboratory, it 
has been shown that both ventricular replace- 
ment and ventricular assistors are quite feasi- 
ble. There is a great need for both, evident 
from the fact that heart disease, uncorrectable 
by present medid  or surgical methods of 
treatment, account for more deaths than any 
other disease in this country. There are good 
reasons to believe that replacement of the 
heart for such conditions by an artificial heart 
is feasible. To achieve this objective, however, 
certain problems having both physiologic and 
engineering aspects remain to be solved. None 
of these are considered insurmountable. 
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